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ential Radiometer (FBDR) which Is capable of providing a fast rate 
of response, accurate measurements of Methane, Ethane, and Propane 
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INTRODUCTION 


During 1978 the Jet Propulsion Laboratory (JPL) developed a Two Hand Dif- 
ferential Radiometer (TBDR) to monitor Methane concentration during Liquified 
Natural Gas (LNG) spill tests. The TBDR measured infrared absorption by a 
dispersing LNG cloud in two spectral bands in the near Infrared, one centered 
on an absorption band for iMthane and the other at a wavelength band where the 
LNG constituents do not absorb. The was successfully tested in the fall 
of 1978 during a series of five cubic meter spill tests conducted at the Naval 
Weapons Center (NWC), China Lake, California.^ 

The enrichment of ethane and propane concentration in the LNG as it is 
spilled (due to differential boil -off rates of the components) was shown during 
the five cubic meter tests. ^ Also, LNG becomes significantly more explosive as 
enrichment in the heavier hydrocarbons proceeds. ^ In an effort to characterize 
the nature of this differential boil -off phenomenon and to provide better mod- 
deling data for LNG dispersion, it became evident that instrumentation capable 
of giving concentration data for ethane and propane in addition to methane 
would be desirable for inclusion into the instrumentation array for larger 
scale (40 cubic meter) LNG dispersion tests to be conducted by the Lawrence 
Livermore Laboratory for the U.S. Department of Energy. 3 

A Four Band Differential Radiometer (FBDR) has been developed by JPL to 
provide fast, accurate measurements of methane, ethane and propane concentra- 
tions on the periphery of an LNG cloud as it disperses from a release on 
water during LNG spill tests. A prototype and eight field instrument systems 
have been built and will be used to provide modeling data describing the concen- 
tration profiles of the clouds. This data will then be extrapolated to fmjch 
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larger spill volumes In order to assess the safety hazards associated with spills 
resulting from, for example, large tanker spills offshore. 

The FBDR measures absorption of near>1nfrared radiation at four wavelengths 
by LNG vapors passing across the Instrument absorption region to provide point 
source monitoring of methane, ethane and propane concentrations with accuracies 
of 0.2% or 10% of measurement, whichever Is greater. It Is a small, easily 
portable, lightweight, low-power Instrument system which Interfaces to a field 
data acquisition system designed by the Lawrence Livermore Laboratory. *♦ Raw 
Instrument data Is transmitted v'a radio link by the field station to a trailer 
at a remote site and Is reduced to concentration values after completion of 
the spill test. 

The following sections describe the Instrument design, function, and data 
analysis. Results obtained by the prototype FBDR deployed during three 40 cu- 
bic meter LNG. spill tests conducted In California at NWC, China Lake, during 
the summer of 1980 are discussed In Appendix 1. 

INSTRUMENT DESCRIPTION 

Figure 1 Is a photograph of the Instrument system. The enclosures are 
sealed to protect the optics and electronics from degradation by dust and 
moisture, as well as preventing the entrance of any of the measured gases Into 
parts of the optical path where unwanted absorption might occur. The sealed 
units also prevent exposure of any potential Ignition source within the Instru- 
ment enclosures to the LNG cloud. 

The sensor head Is 21.5 cm long, 19 cm wide, and 8 cm In helgit and weighs 
2.3 kg. Figure 2 Is a view of the Interior of the sensor head. Figure 3 
shows the optical layout schematically. The source, shown In the upper left. 

Is a small Incandescent lamp operated at approximately 2150*K. The radiant 
energy emitted by the source is chopped at 90 Hz by a four aperture chopper 
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blade. The chopper Is driven by a four phase 45” stepper motor operated at 
180 pulses per second (1350 RPH). An LEG phototransistor pair mounted across 
the chopper aperture provides a phase reference to the demodulator circuitry. 

The chopped beam then 11 lianl nates the housing mounted lens (Li) which Is the 
entrance pupil of the optical system. The f/3.2 light bundle then traverses 
the 15 cm long absorption reg’on four times as defined by the three fold mirrors 
(Hi, M2» M3) giving a total absorption path length of 60 cm. The bundle re- 
enters the housing through a window which Is the aperture stop of the system, 
and is divided by a beamsplitter (BS:). The reflected bundle Is deviated 90® 
and the transmitted bundle is folded 90® by the lOOt mirror (M4). 

The two parallel bundles are then passed by the relay lenses (L3 and L4 
respectively) which relay the image of the entrance pupil onto the detectors. 
Prior to irradiating the detectors, the two bundles are split again by beam- 
splitters (BSo and BS3) mounted on the detector block. Thus, four discrete 
90 Hz modulated polychromatic bundles are formed, each of which passes through 
a narrow bandpass interference filter prior to irradiating a lead sulfide 
photoconducting detector masked to 1.8 mm diameter. 

Each detector is in series with a load resistor and DC bias voltage. Out- 
put is monitored across the detector. The 90 Hz AC signal output of the detec- 
tors is amplified in the sensor head and carried down the mast by cables to 
the Ground Electronics Enclosure. The Ground Enclosure contains the remaining 
signal chain electronics (bandpass filters, demodulator, integrate and hold, 
analog multiplexer, and analog-to-digital converter) as well as digital inter- 
face circuits, thermal control servo circuits and dc-to-dc converters. 

The instrimient data interfaces with a large-scale Field Data Acquisition 
System (FDAS). Each instrument channel output is Integrated simultaneously 
and the resulting signals are multiplexed and converted to a digital frame 
consisting of 16 eight bit bytes at a 10 Hz rate. 
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DESIGN CONSIDERATIONS 


Operational Design 

As the POOR Instnanent will be used In a large scale array of field In- 
strumentation around LNG Spill Test facilities, several constraints were 
placed on the operational characteristics of the system. First, the Instrument 
was to have a low power requirement to allow a gel cell battery charged by a 
small array of solar cells to provide all the necessary energy required by 
several Instruments mounted on a single field station mast. To this end, 
power consumption was a major design criterion. A low power IR source was 
selected. Selection of the chopper motor and associated drive circuitry was 
driven by the power constraint. The operating temperature of the detectors 
was selected to be 20‘C rather than a lower temperature (which would have 
given better performance) so the thermal control servo system would need less 
power to operate. CMOS components were used wherever possible and efficient 
dc-to-dc converters were specified. 

In order to decrease total pow'^r drain on the battery during the period of 
preparation for a spill and during the hold periods while waiting for appropri- 
ate weather conditions, the Instrument was designed to have separate standby 
and operating modes. During waiting and preparation periods the Instrument 
operates In a standby mode during which only the thermal control system and 
necessary dc-to-dc converters operate. Just prior to the spill the Instrument 
Is commanded to full operation and Is readly to transmit data In approximately 
10 to 15 seconds* The system draws approximately 5 watts In standby mode and 
25 watts In the fully operational mode. 

The system was pav.kaged In two easily portable enclosures. The sensor 
head, capable of being mounted with several other Instnanents on a lightweight 
aliMlnum mast, contains the electro-optical system and preamplifier electro .s. 
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It Is small and lightweight with a small frontal area presented to the spill 
cloud front. The small frontal area minimizes disturbances to the free flow of 
the dispersing LNG cloud as It passes the Instrument* The Ground Electronics 
Enclosure Is a lightweight, deep drawn aluminum box 22 cm wide. 33 cm long and 
23 cm In height which contains the remainder of the system electronics. It Is 
mated to the sensor head by two cables. A photograph of a sensor head and 
ground electronics enclosure mounted on a field station mast Is shown In Figure 4. 
Spectral 

Methane, ethane and propane have strong absorption bands In the 3.0 > 3.5 
and 2.0 - 2.5 ym wavelength regions of the near>1nfrared with strong differen- 
tial absorption also evident. It Is upon this differential absorption of radi- 
ation by the three gases at the four wavelength bands that the design of the 
FBDR Is predicated. The filters employed to define the absorption passband are 
glass substrate narrow bandpass Interference filters centered at 2.02, 2.36, 

2.46 and 2.51 ym with bandwidths of approximately 400A. The methods used to 
obtain concentration data by making absorption measurements of the LNG cloud 
at these wavelengths are described In the data analysis section below. 

The 2.0 - 2.5 ym region was chosen for use In the FBDR. Although the 3.0 - 
3.5 ym region shows stronger absorption by the three gases, there Is strong 
differential absorption in the 2.0 ym region as can be seen from the transmis- 
sion spectra of the three gases In Figures 5, 6, and 7. Water vapor Is trans- 
parent In this region when the short path length Is considered^ and performance 
of the system Is not degraded by normally present atmospheric gases (N2, O 2 . Ar, 
CO 2 )* The greatest advantage In choosing this spectral region Is In the simpli- 
fied optical system design and In^lementatlon made possible. Readily available, 
low cost crown glass may be used as a substrate for the transmission elements 
as opposed to expensive, specialized optical materials that would be required 
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to obtain adequate performance In the longer wavelength region. Additionally, 
a low power Incandescent source provides adequate radiance In the wavelength 
region chosen, whereas work In the longer wavelengths would require a black 
body-type source drawing considerably more power. Because of this region's 
proximity to the visible wavelengths, the beamsplitters employed may be specified 
In the visible at greatly reduced cost without Introducing large errors In the 
estimation of their performance around 2 tm. 

Optical 

As described above, the choice of the wavelength region employed In the 
FBOR system allowed the use of less expensive optical substrates as well as re- 
laxed characteristics and specifications for the beamsplitters and the source. 
These approaches enabled the optical system to be simpllfed from that which 
would have been required had a longer wavelength region been selected. 

The optical system described in the Instrument Description above relays 
the image of a uniformly illuminated entrance pupil onto the four detector 
planes. The images are uniform discs approximately 2.0 mm In diameter whl'-h 
overfill the 1.8 ram diameter active areas of the detectors. By overfilling 
each detector with uniform illumination, the susceptibility of the signal to 
fluctuations due to vibration of the source filament, outboard optics platform, 
etc.. Is significantly decreased from that which would occur If the image of 
the source filament Itself had been Imaged on the detectors (due to the non- 
uniformity of response over the the detectors' active areas). 

The temperature of exposed optical surfaces Is controlled to maintain their 
temperatures above dew point In order to prevent fogging when the Instrument 
re-enters a warm, him^ld atanosphere after being enveloped for some time In the 
cryogenic cloud of LNG. 
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Type and Number of Detectors 

Lead sulfide photoconductive detectors were selected for Incorporation 
Into the FBDR design based on their high performance In the wavelength region 
of Interest at room temperature. As described above* operation at the low tem- 
peratures which would be required by other types of detectors was not practical 
due to the power required for cooling. Lead sulfide (PbS) performs well at 
20-25*C and 90 Hz modulation frequency with high D* (typically 5 x 10^° 
cm Responsivlty was measured under the instriment operating 

conditions to be > 4 x 10** V/W. 

Two sampling techniques were considered: one, using a single detector 
and a filter chopper wheel In which each wavelength Is sampled sequentially 
through a single signal chain; and the second, using four detectors each with 
Individual filtering, a clear aperture chopper and four discrete multiplexed 
signal chains. The second method was chosen as It does provide truly simulta- 
neous detection at all four wavelengths although thermal control required for 
the detectors Is more stringent as will be described below. A single detector 
design would have been easier to Implement, but not enough Is known about the 
turbulence characteristics of the dispersing LNG cloud. There Is a potential 
for significant error In measurement accuracy due to a complex form of aliasing 
using sequential san^llng If turbulence Induced changes In the coa^osltlon of 
thi. gas mixture present In the absorption region occur at frequencies greater 
than half the san^llng frequency. Even with simultaneous detection using four 
detectors, aliasing Is still possible In the concentration contours obtained 
from many samples; however, the results from Individual sample periods will be 
correct. 
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Thermal Control 


The choice of using four detectors In the FBOR brings about the requirement 
that the operating temperature of the detectors be controlled In order to 
stabIMze the relative responslvlty of the detectors. Individual lead sulfide 
detectors vary significantly In responslvlty with respect to temperature with 
a typical value of approximately 

In order to meet threshold and accuracy requirements It was determined 
that the relative sensitivity of the four detectors must remain constant to 
within 1 part In 5000. This Is achieved by controlling the stability of the 
detectors' tee^>erature to wivhin ±.05*C with a Peltier coole** located be- 
neath the thermally Isolated detector block with Its hot Junction dissipating 
to the sensor head housing. The temperature control stabilizes relative sensi- 
tivity to 1 part In 2500. The additional stability required Is gained by 
selecting each Individual set of four detectors for responslvlty within 5% of 
one another. Control ling these two parameters yields the required 1 part In 
5000 uniformity of response for each set of detectors. 

Signal Chain Electronics 

Figure 8 Is a block diagram of the Instruiaent system showing the major 
sub-divisions of the electronics for the FBDR. Up to the analog-to-rtigital 
converter, the signal chains for each detector channel are separate. In the 
sensor head, each detector output Is K coupled to a unity-gain preamplifier and 
low pass filter which rejects frequencies greater than 3 KHz eliminating the 
passage of high frequency noise to the gain stages of the signal chain. The 
low level detector signals (> 150 mkV peak to peak) are then amplified to 
20 volt peak-to-peak levels and carried denari cables to the Ground Electronics 
Enclosure. In the ground enclosure, each signal Is received by a differential 
amplifier, utilized to Increase commamion mm»de rejection, and Is then further 
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condUlontd by • bandpass filter with bandwidth of 20 Hz centered on ^ Hz 
to attenuate low and high frequency noise cos^onents. The signals are then 
synchronously demodulated and Input to the Integrate and hold circuits. The 
demodulator obtains Its phase reference from the choi^r-mounted optical 
switch. The Integrate and hold circuits sample each signal eight times (tipra 
full revolutions of the four aperture chopper wheel) to provide a summing 
Integration which desensitizes the system to small dllferences In detector 
exposure lime due to nonuni forml ties In the size of the the chopper apertures. 
The four detector signals as well as three housekeeping channel signals 1 detec* 
tor block temperature, case temperature, and system Input voltage) are multi- 
plexed and then converted to 12 bit digital format by the analog-to-digital 
converter which outputs to the Interface electronics. 

Interface Electronics 

The interface electronics receive the seven channels of data froa the A/D 
converter, format them and transmit the Information to the FDAS as a serial, 
asynchronous data stream. The circuits alrr; store and transmit the numerical 
coefficients required for data reduction. In addition to controlling Instrument 
data output to the acquisition system, the Interface circuits provide all nec- 
essary control signals and clocks to the demodulators. Integrators, multiplexer, 
A/D and motor control . 

Control Circuits 

Several control circuits are ea^loyed In the FDDR system. The detector 
thermal control Is a closed-loop analog serve which employs both Integral and 
proportional gain loops to drive the Peltier cooler mounted under the detector 
block. 

The control circuit for the optics heaters Is an open loop analog circuit 
which monitors error slg'^als from a case-mounted thermistor to turn surface 
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heaters bonded to the exposed optical elements on and off to maintain the 
temperature of these elements above the dew point to prevent fogging. 

The stepper motor which drives the chopper Is controlled to give 90 Hz 
modulation of the source beam which Is stable to within .05 Hz. The circuit 
utilizes a single chip stepper driver which obtains Its frequency reference 
from the same crystal oscillator that references the Integrators » demodulator 
and A/0 converters. 

Power and Grounding 

The various voltages required for Instrument operation are derived from an 
external 12 volt battery by DC-to-OC converters In the Ground Electronics En- 
closure. In addition to providing the necessary voltages, the converters also 
Isolate the FBDR system from possible noise sources Injected onto the line by 
other systems running from the same battery. 

All grounds and return lines are brought to a single point in each enclo- 
sure (Sensor Head and Ground Enclosure) and these points are tied together at 
the instrument interface connector to form the Instrument ground which is car- 
ried to earth by the FDAS. Isolation between the Instrument signal ground and 
the FDAS Is provided by the use of optical couplers in the data stream trans- 
mission. 

DATA ANALYSIS 
Absorption Measurements 

Ideally, measurement of absorption at three wavelength bands by the 
three gases of Interest would provide sufficient Information to yield the 
three concentrations required provided that the three species each absorb 
Independently with no overlapping or interf erring absorption occurring 
between the bands. This Is not the case In the wavelength region chosen or 
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In any other where absorption occurs within a suitably narrow region of wave- 
length. Since the basic mechanism of absorption for all three species In the 
2.0-2. 5 urn region Is the same (C-Hp bond Interactions), there Is a significant 
amount of overlapping and Interferring absorption exhibited. {See Figs. 5, 6 
and 7.) However, measurements taken at the four wavelengths chosen provide 
enough data, when applied In the methods described below, to determine the 
three concentrations within the level of accuracy required. 

Linear (Beer's Law) Theory 

Beer's law describes the relation of absorption of light by single or mul- 
tiple species to the concentration of the species present. For a low concen- 
tration of a single gas absorbing monochromatic light. Beer's law states that 
the relative absorption per unit path length Is proportional to the partial 
pressure (concentration) of the absorbing component. Beer's law may be written 
as a differential equation of the form: 

T* “ (1) 

where "y" Is the Intensity of the transmitted light after absorption, "dp" 
describes the path length over which absorption takes place, "x" is the partial 
pressure of the absorbing gas, and "a" Is the proportionality constant. When 
Integrated over a finite path length, "P", equation (1) may be expressed 2 *;: 

z - ax 

where z » In (yo/y) (2) 

and a > a P. 
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Here, “z" w?1ght be called the logarithmic absorption and "yo“ Is the Intensity 
of light passing through the absorption path length with no absorbing gas present. 
For three species of absorbing gas. Beer's law expands to: 

z = aixi + a 2 X 2 + 03 x 3 
3 

or z = I aj Xj 
j=l 

Within the FBOR system, absorption Is measured at four wavelengths and 
equation (3) becomes a system of equations: 

3 

^1 “ I «1j ^ = 1,2, 3,4, 

j=l (4) 

In matrix form (4) becomes Z = AX 

The values of aij are coefficients describing absorption curves generated 
during calibration for each gas at each of the four wavelengths through the 
fixed absorption path length. 

The absorption curves are determined by making measurements of absorption 
at five concentrations of each gas (* 1, 2.5, 5, 15 and 30%) at the four wave- 
lengths. 

Data analysis for the Instrument system works directly with the set of 

equations In (4). The over-determined system (four equations and three unknowns) 
may be solved through linear least squares methods, the end result being a matrix 

equation: 

X = BZ 

where B = (a'*’a)‘^a''’ (5) 

provided the Inverse matrix exists. 
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Non-Linear Results and Iterative Solutions 


As described above, calibration procedures yield twelve sets of measurements 
describing curves (four wavelength channels and three species of gas at various 
concentrations) to which functional forms were to be fitted. Channel outputs 
were read from the A/D converter which gives data nun^ers (DN) In the range of 
0-4095. An assumed functional form was taken as providing an adequate fit to 
the calibration data If r.m.s. deviations between observed and computed, (back- 
calculated) output levels were less than five DN. 

For each Instrument. It was found that nearly half of the twelve curves 
could be fitted with the form In equation (2). With the exception of one. the 
remaining curves could be fitted adequately to a three parameter form: 

z = aj^x + a2x2 + 83x3 (6) 

which Is an elaboration of equation (2). 

For methane data at 2.36 ym a better fit was obtained using a form 

log(z) = Cq + c^q + C£q2 (7) 

where q = log(x) 

This form Is equivalent to (2) If cj = 1 and C2 = Q* 

Assuming that. In multiple species mixtures of the three gases. Inter- 
species reactions do not occur which change their Individual absorption charac- 
teristics. the additive logarithmic absorption by each specie present In a 
multi-gas mixture will superpose. This superposition was In fact demonstrated 
by analyzing multi -gas mixtures with the Instruments In the laboratory and ob- 
taining correct Individual concentrations of the three gases present In ratios 
expected under spill test conditions. 

Given superposition, a set of equations similar to those In (4) may be 
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written utilizing the data obtained by measuring Individual gas concentrations: 


*1 • j. '^ij 


( 8 ) 


for 1 « 1.2, 3.4. 


Because some of the functions. F^j. are found to be slightly non-linear, 
this system cannot be solved exactly by the matrix Inversion technique described 
earlier. It can, however, usually be solved using a Newton Iteration technique. 

The continuous nature of the absorption functions suggest a Taylor's 
series expansion of z(=tn (yo/y)) about some estimated concentration values 
xjest U ’ 1.2,3). Thus: 


zi 


3 


I 

J=1 


Fij (xjest) + 


<S"lj 

dxj 


(xj-xjest)+-*- 

*j**jest 


for 1 = 1.2. 3. 4. 


(9) 


Neglecting higher terms and rearranging remaining terms gives 


(dz^) = I a^j (dxj) for 1*1, 2, 3, 4. 

j=l 


( 10 ) 


where dz^ • Zi - \ (xjest^ 

J-1 


«1j ' 


<1Flj 

dxj 


* *est » 


and dxj * xj - xjest 
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In matrix form equation (10) becomes 

(dz) - A(dx) (11) 

where A Is a 4 x 3 matrix. This equation 1$ similar to equation (4). 

Using a least squares process similar to that used In deriving equation 
(5) gives 

(dx) • B(dz) (12) 

where B ■ (A^A)'^^ provided the inverse exists. The revised 
concentration estimate Is thus 

X * Xgj^ +(dx) 

» Xest + B(dz) (13) 

This expansion, linearization, and revision process can be applied 
iteratively until successive applications produce no palable changes in 
concentration estimates xj for j=l,2,3. 

Because a linear relationship (Beer's law) Is at least approximately 
followed by the FBDR data, the effect of neglecting higher order terms In 
the expansions Is generally not significant. Accordingly the convergence 
in the iterative solution method Is fairly rapid and this method has pro- 
vided concentration results for multi-gas test mixtures within the accuracy 
required of the FBDR systems. 

INSTRUMENT APPLICATION 

Future use of the FBDR Instruments for 40 cubic meter and larger 
volume tests will yield data to permit accurate models of LNG desperslon 
to be generated. When applied In the general case these data will enable 
safe location of transfer terminals and better regulation of transport of 
LNG as it becomes more and more widely depended upon as an energy source in 
this country. 
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APPENDIX 1 


Spin Test Results 

Dur1n9 the summer of 1980 the FBDR prototype was deployed In an Instrument 
array at the Naval Weapons Center, China Lake, California, for three 40 cubic 
meter LNG spill tests. 

These were designated LNG-32, LNG-33 and LNG-34. Figure 9 shows the 
Instrumentation array at China Lake. The array center line Is orientated with 
the direction of the prevailing winds (225* true). Instrument station masts 
are positioned at several radii from the spill point with Instruments mounted 
at 1, 3 and 8 meter heights. Several types of stations are Included In the 
array. The Gas Sensor Stations employ commercial hydrocarbon sensors to give 
averaged total hydrocarbon concentration data. The anemometer stations carry 
bi-vane anemometers to give wind field data. The Turbulence Stations carry 
fast response gas sensors which are capable of differentiating the LNG hydro- 
carbon species and fast response three axis anemometers. This conA>1nat1on of 
Instrumentation gives detailed turbulence and concentration data to describe 
the dispersing LNG. For the first two tests (LNG-32 and LNG-33), the Instrument 
was placed at 1 meter height on Turbulence Station 5 (T-5) (400 meters down 
range from the spill point) and on Turbulence Station 4 (T-4) (140 meters down 
range) at I meter for LNG-34. Figure 10 Is a photograph of the FBDR as It was 
deployed with other Instruments on the station mast. 

LNG-32 

The test was conducted August 27, 1980. at 6:12 p.m. Winds were from 208* 
true at 8.4 meters/ sec. Because the winds were too much from the south, the 
cloud traveled west of center line and t ssed the Instrument location and hence 
no LNG vapors were detected by the FBDR. The test did verify that data were 
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being output from the Instrument and being received by the FDAS under actual 
spill conditions. 

LNG-33 

The test was conducted on September 3, 1980, at 7:09 p.m. Winds were from 
234.8** true at 1.8 meters/ sec. Approximately 800 seconds of data were obtained 
from the Instrument during this test with peak levels of methar^, ethane and 
propane, detected st 2.6,0.1S, and 0.05% respectively, at the Instrument position 
400 meters down range. 

LNG-34 

This test was conducted on Septen^er 17, 1980, at 6:37 p.m. Winds were 
from 232.3** true at 5.7 meters/sec. The Instrument, positioned 140 meters down 
range, detected levels of methane, ethane and propane over a 150 second period, 
of 5.0, 3.0, and 0.4% respectively. 

Comparison of LNG-33 and LNG-34 

Figure 11 shows the LNG cloud approximately 300 seconds Into the LNG-33 
test. Figure 12 shows the cloud during LNG-34 approximately 50 seconds Into 
the test. As noted above, the wind speeds for these two tests were quite dif- 
ferent. Under the higher wind speeds during LNG-34 the cloud obviously traveled 
down range much faster than In LNG-33 but also was much more broken up by the 
winds. The differing character of the spill dispersion caused a basic differ- 
ence In the appearance of the data In these two tests. During LNG-33 the Instru- 
ment saw one cloud for an extended period of time and Indicated concentrations 
Increasing to a peak and then trailing off. The LNG-34 data showed two separate 
clouds passing the Instrument location, the second delayed by approximately 70 
seconds and showed methane, ethane and propane concentration of 3.0, 0.2 and 
0.4% respectively. It should also be noted that at 400 meters down range 
during LNG-34, several broken clouds of LNG were detected whereas during 
LNG-33 the single cloud seemed to remain Intact as It passed throughout the 
entire array. 
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Figure 4 . FBDR syjfe»ri oi deployed for LNG spill tests. 
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Figure 8. FBDR Block Diagram 
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Fig. 9. Far field dispersion arrety for 40 -m^ spiil tests at China Lake. 













